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Abstract. Hemodynamic-based functional magnetic resonance imaging (fMRI) techniques have proven
to be extremely robust and sensitive methods for noninvasive detection and mapping of human brain
activation. Nevertheless, limitations in temporal and spatial resolution as well as interpretation re-
main because hemodynamic changes accompanying brain activation are relatively sluggish and vari-
able, and therefore imprecise measures of neuronal activity. A hope among brain imagers would be
to possess a technique that would allow direct mapping of brain activity with spatial resolution on
the order of a cortical column and temporal resolution on the order of an action potential or at least
a post synaptic potential. Recent efforts in understanding the direct effects of neuronal activity on
MRI signal have provided some degree of hope for those who want a more precise noninvasive brain
activation mapping technique than fMRI as we know it now. While the manner in which electrical
currents influence MRI signal is well understood, the manner in which neuronal firing spatially and
temporally integrates on the spatial scale of an MRI voxel to produce a magnetic field shift and
subsequently a NMR phase and/or magnitude change is not well understood. It is also not estab-
lished that this field shift would be large or long enough in duration to be detected. The objective
of this paper is to provide a perspective of the work that has been performed towards the direction
of achieving direct neuronal current imaging with MRI. A specific goal is to further clarify what is
understood about the theoretical and practical possibilities of neuronal current imaging. Specifically
discussed are modeling efforts, phantom studies, in vitro studies, and human studies.

1 Introduction

The type of questions that researchers can ask regarding the functional organiza-
tion of the human brain are tightly intertwined with the technology and methods
at their disposal. In the past decade, the development of functional magnetic reso-
nance imaging (fMRI) has precipitated an explosion of effort, and new findings
because its ease of implementation, temporal and spatial resolution, and sensitiv-
ity. While applications for and sophistication of fMRI continues to grow, researchers
are daily confronted with its limitations in temporal and spatial resolution, sensi-
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tivity, and interpretability [1, 2]. These limitations are inherent to hemodynamic
origin of the functional contrast.

Most applications of fMRI use blood-oxygenation-level-dependent (BOLD)
contrast [3]. The basis of BOLD contrast is the oxygen-dependent magnetic sus-
ceptibility of hemoglobin. Deoxyhemoglobin is paramagnetic relative to tissue.
This difference in susceptibility creates magnetic field distortions which lead to
dephasing. During brain activation, localized increases in blood flow increase
blood oxygenation and consequently reduce deoxyhemoglobin, causing the MRI
signal to increase. This signal begins to increase approximately 2 s after neu-
ronal activity begins, and plateaus in the ‘on’ state after about 7 to 10 s. The
dynamics, location, and magnitude of the signal is highly influenced by the
vasculature in each voxel [4]. If voxels happen to capture large vessel effects,
the magnitude of the signal may be large (up to an order of magnitude larger
than capillary effects), the timing a bit more delayed than average (up to 4 s
delayed from capillary effects), and the location of the signal somewhat distal
(up to a centimeter) from the true region of activation. While significant improve-
ments are being made in fMRI methodology such that these variables are kept
to a minimum, they nevertheless remain at all field strengths and limit the depth
and range of questions that can be addressed by fMRI.

The emergence of a technique that is able to more directly map neuronal
activity at the spatial and temporal resolution with which it takes place would
certainly lead to another acceleration of insights into human brain functional
organization and clinical applications. Before hemodynamic contrast for fMRI was
discovered, physicists have considered the sensitivity of MRI signal intensity to
neuronal activity. Anecdotally, at least a handful of physicists have mentioned
that either experiments were attempted or calculations performed at some point
even as far back as 15 years ago to determine the possibility of using MRI to
directly detect neuronal activity. The experiments were all either negative or
inconclusive and the calculations typically yielded theoretical effects that were
several orders of magnitude below the detection threshold of the time. In recent
years, with the success of fMRI, physicists have begun rethinking the possibil-
ity of using MRI to directly detect neuronal activity. MRI sensitivity and imag-
ing techniques have substantially improved, the dynamics of neuronal activation
are better understood, and experimental techniques have improved.

In this paper, the progress in neuronal current MRI, here termed ncMRI, is
traced historically. Techniques, results, and models are critically summarized and
compared in depth. Lastly, a detailed discussion of the current limits, potential
solutions, and the ultimate feasibility of fMRI is provided.

2 Neuronal Current Imaging
An initial understanding of ncMRI can be obtained by an analogy to BOLD

contrast. For clarity in this paper, neuronal current-dependent contrast will be
termed CURD. The similarities of BOLD and CURD contrast are that both are
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fundamentally highly localized alterations in the main magnetic field of the scan-
ner which, depending on the geometry (size, shape, distribution, and orientation)
of the source (vasculature or neuronal bundle), cause a phase shift and/or mag-
nitude change. Single orientation, large (comparable to a voxel size or larger)
geometries (large vessels or simplified dipoles) cause phase shifts while small,
random geometries generally cause magnitude changes (phase dispersion modula-
tion). The differences between BOLD and CURD are that, by most calculations
[5, 6], but not all [7], the magnetic field related to CURD contrast is an order
of magnitude less than that of BOLD contrast. The spatial distribution of the
field distortion for a given geometry differs between the two contrasts (The
magnetic field geometry around a current carrying wire in a magnetic field, (di-
pole) as with CURD, is different from the magnetic field around a wire in a
magnetic field which has a different susceptibility to its surrounding environment,
(quadrapole) as with BOLD). The precise geometry of sources of CURD con-
trast is much less well understood than that with BOLD contrast. While the
spatial scales and magnetic field effects of individual neurons and dendrite
bundles are well understood [8], the spatial and temporal scales of how their
activity is integrated to affect the magnetic field on larger spatial scales is not
understood. The basics of neuronal activity are relevant to this article and are
included as an appendix. In particular, the precise temporal synchrony across
millimeters and centimeters is not understood. While hemodynamic effects are
sluggish enough to integrate over the time course of seconds, neuronal current
effects may take place in single neurons or across large areas of tissue, and their
duration can be 1 to 400 ms. Not only is it difficult to predict exactly how their
activity will spatially and temporally integrate, it is also a practical challenge
(discussed later) to choose an MRI time window (typically about 30 ms for echo
planar imaging (EPI), with which to try to capture these transient effects.

Another important difference between CURD and BOLD contrast is that the
field distortion magnitude for CURD contrast is not proportional to the main
magnetic field as BOLD contrast is. CURD contrast is simply an additive effect
onto the primary magnetic field, showing the same magnitude whether 0.5 or
7T is used for imaging.

Lastly, other effects of CURD contrast may be manifest, such as Lorentz forces
causing physical displacement of synchronously firing neuronal bundles [9]. The
effects of Lorentz forces (small displacements) may be amplified by additional
diffusion weighting. While not a neuronal current effect in itself, changes in ap-
parent diffusion coefficient [10, 11] and T (or M,) [12, 13] have been observed
to correspond to neuronal activity and not hemodynamic effects. The hypothesized
physiologic mechanism for this effect has been cell swelling with increased activ-
ity. An alternative explanation for these observed changes in diffusion coefficient
is a cooling of the brain by the increase in cerebral blood flow [14, 15].

Because of the difficulty to precisely model CURD contrast, it is extremely
challenging to predict experimental failure or success. In the face of this un-
certainty, many groups have forged ahead and carried out experiments ranging
from phantom studies to cell culture studies to human studies. Below is a criti-
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cal overview of the approximate chronology of theoretical and experimental
progress in ncMRI over the past 15 years. It is exciting to note that in recent
years, the effort have increased in perallel with as improvements in sensitivity,
resolution, experimental design, and processing.

2.1 Chronology of ncMRI

Among the first to demonstrate MRI of magnetic fields in biological tissue was
Joy et al. [16] in 1989. In their study, current pulses of 2 mA lasting 40 ms
were injected in the forearm of a human subject and MR images were acquired
with standard multishot spin-echo data acquisition (repetition time (TR), 1 s; echo
time (TE), 60 ms; slice thickness, 2 cm). Phase images obtained with this tech-
nique clearly demonstrated localized magnetic field changes associated with the
applied current. Phantom experiments were also performed in this study with a
similar spin-echo acquisition that allowed detection of phase shifts induced by
current pulses injected in electrodes immersed in saline (current pulse; 43 mA;
duration, 50 ms). Even though this work demonstrated that MRI could be used
to directly detect local MR phase shifts induced by biological magnetic fields,
it was based on applied currents, as opposed to intrinsic electrical activity. Fur-
thermore, the applied currents were several orders of magnitude higher than cur-
rents expected from neuronal activity. This same group expanded on this current
density imaging technique to include imaging of radio-frecuency (RF) current den-
sity in biological tissue [17]. One potential application was to map in three di-
mensions electrical conductivity heterogeneity in biological tissue.

The first published attempt to detect intrinsic neuronal magnetic fields with
MRI was by Singh [18] in 1994. The study was performed at 1.5 T, and used a
standard multishot spin—echo imaging technique (TR, 2 s; TE, 100 ms) to detect
phase shifts induced by neuronal activation in human subjects during auditory
stimulation (1 kHz tone, 400 ms on / 1600 ms off, delay between stimulus on-
set and 90° pulse varied from 75 to 200 ms). Although the findings of this study
were negative, as sensitivity of the MRI system and imaging technique was a
factor of 20 lower than that required to detect neuronal magnetic fields, accord-
ing to the calculations in the paper, the approach was innovative. The use of a
spin-echo pulse sequence was explicitly to “tune” the acquisition to transient shifts
in B, which then reverse polarity. The oppositely polarized currents would in-
duce a net MRI phase shift of zero for a gradient-echo sequence at a similar
TE but a maximal phase shift for a spin-echo sequence since the phase accumu-
lation is reversed at TE/2 by the 180 degree pulse. The timing of neuronal ac-
tivation was determined in the same study by the use of a superconducting quan-
tum interference device (SQUID) neuromagnetometer. Although this is a good
first estimate of neuronal activity timing, it is not established that neuronal dy-
namics as they are detected at the surface of the skull are the same as those to
be measured in a voxel. It is possible that highly variable dynamics spatially
and temporally sum to create the waveform that is measured by a SQUID mag-
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Fig. 1. Illustration of a spin-echo pulse sequence, which is optimally “tuned” to detection of tran-
sient and bi-polar changes in magnetic field induced by brain activation. The bottom curve shows
the hypothesized change in magnetic field with brain activation (as typically measured with MEG).
It is typically manifest as an increase (or decrease) in magnetic field, then a decrease (or increase)
in magnetic field. The entire waveform is played out in approximately 100 to 300 ms. An ideal spin-
echo timing is shown here. The 180° pulse is applied as the as the magnetic field reverses polarity.
Without the 180° pulse (a gradient-echo sequence), the phase accumulation (integral under the AB
curve) would be approximately zero, but with the 180°, the AB curve is rectified, leading to a maxi-
mal phase accumulation.

netometer, which, in turn, may not resemble the individual waveforms at the
smaller spatial scale. A diagram of the hypothetical experiment is shown in Fig.
1.

The study by Singh [18] is significant for three reasons: It was the first to es-
timate the minimal phase shift detectability with the achievable signal-to-noise ratio
(SNR) at the time (about 6 degrees). It was the first to use a current phantom to
simulate neuronal activity. It was the first to use human SQUID measurements to
estimate the degree of neuronal activation and the relative timing. A prescient quote
in the paper, in the face of a factor of 20 difference in required sensitivity, and
one that is all the more relevant today is: “Nonetheless, human studies were
conducted in the hope that local current densities in cortical regions, which pro-
duce the phase shifts in the MRI studies, might be much larger than the aggre-
gate current densities producing the external magnetic field.” As mentioned, we
still do not know the precise manner in which neuronal currents add up in the
brain to produce the magnetic field fluctuations that are detected at the surface.
It is indeed possible that significant current polarity cancellation is taking place
at a spatial scale of MRI, producing a set of greater magnetic fields at the “di-
pole” sources than those predicted by a simple model which takes into consid-
eration a 100 fT field at the surface of the scull and a radius cubed or radius
squared fall off in magnetic field from the source which is several cm away.

In 1999, a study by Bodurka et al. [19] was among the first to use EPI time
series data to assess the effects of injected current on MR phase and magnitude
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around the current-carrying wire. The phantom used in the study consisted of a
copper wire (diameter, 60 pm) immersed in a water solution. Current pulses
ranging from 10 to 100 pA in a 2 s on / 2 s off cycle were use. MR images
were obtained with a gradient-echo EPI typically used for BOLD imaging, how-
ever at a higher sampling rate and higher resolution (TR, 54 or 100 ms; TE, 27.2
ms; field of view (FOV), 12 cm; imaging matrix, 64 by 64 pixels; slice thick-
ness, 7 mm). Results from this study demonstrated detection and mapping of phase
shifts on the order of 0.8+0.1 degrees (1.7+£0.3 nT magnetic field change), in-
duced by a 10 pA electric current pulse.

An interesting yet potentially misleading finding from this manuscript is that
because a current through a single wire produced the simulated dipole source,
and because the spatial distribution of this magnetic field was on the order of a
voxel size, MRI phase shifts were significantly larger than magnitude changes.
This was particularly true if the wire were not centered in the imaging voxel.
The symmetry of the magnetic field distribution around the wire causes phase
cancellation, but if the wire is off center, this cancellation does not occur since
the entire symmetrical phase distribution is not sampled within a single voxel.
The reason why this effect is potentially misleading is that in cortex, a dipole
likely consists of at least tens of thousands of dendrites that have a predomi-
nant net orientation but a distribution of orientation directions on a smaller spa-
tial scale. While it is true that without coherence in orientation over some spatial
scale in the brain, nothing would be detected at the surface of the skull, it is also
true that around each dendrite bundle (millions within a voxel) phase coherence
is being modulated. If the scale is large enough such that the microscopic field
inhomogeneity effect is not completely washed out by spatial averaging from
proton diffusion (a larger size than about 5 mm), a significant MR magnitude
change (signal decrease) would also accompany an increase in neuronal activity.
Therefore, both magnitude changes (small scale effect) and phase changes (large
scale effect) would occur. This effect, while straightforward to simulate, is extremely
difficult to model with a phantom. Phantom results, while giving first-order estimates
of what neuronal “dipoles” resemble, are missing the finer spatial scale effect.

A second effort at imaging neuronal currents in humans was published by
Kamei et al. [20] in 1999. The strategy presented is based on the idea that the
manifestation of neuronal current effects is dependent in one direction on the
gradient polarity while susceptibility effects are not. Therefore, two manipula-
tions are performed: rest and active, positive and negative gradient polarity. If
the rest minus active images for both the positive and negative polarity are sub-
tracted from each other, then susceptibility effects are subtracted out while neu-
ronal current effects, theoretically, are not. The authors claim to successfully
produce images of activation-induced neuronal current distribution. The repro-
ducibility of these results remains to be demonstrated. Other recent work on
modeling of neuronal current effects and determining the lower detectability limit
for ncMRI has been published by this group [21]. Their calculations determined
a lower theoretically detectable limit of 1.68-107° T and a practical limit (given
current stability and signal to noise considerations) of a value that is 10 times
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greater. Lastly, Sekino et al. [22] (also from this group) recently published a
manuscript demonstrating an RF pulse-based method for detecting transient neu-
ronal currents.

In 2001, Song et al. [9] put forth a novel method for potentially detecting
neuronal currents in larger (and clearly single-orientation) neuronal bundles. In
this study, the Lorentz effect (spatial displacement due to the force acting on a
conductor carrying electric currents and placed in the external MR magnetic field)
was utilized to demonstrate that observation of displacement of wire containing
current of magnitude similar to nerve fibers is possible. The phantom used consis-
ted of a standard copper wire immersed in a gel solution. Current pulses rang-
ing from 100 to 500 pA were applied and spin-echo MR images were acquired
at 7 T, demonstrating minute spatial displacements associated with the current
pulse. The study suggested that Lorentz effect imaging could potentially be uti-
lized to indirectly map axonal neuronal currents, i.e., currents in white matter as
opposed to cortical activation.

Diffusion gradients may enhance sensitivity to Lorentz force displacement on
conducting nerves. Such is a potential explanation provided by Song et al. [23]
for preliminary results in which rapid brain activation-correlated signal decreases
(an increase in diffusion coefficient) were observed with images obtained using
extremely high diffusion weighting. A recent article by Yamaguchi et al. [24]
demonstrated that the apparent diffusion coefficient of rat brain tissue increased
when external electrical currents were applied. The mechanism that they put forth
to explain this effect is an increase in ion movement in extracellular space in
tissue, not necessarily associated with an increase in activation.

Several groups have observed brain activation-induced decreases in apparent
diffusion coefficient [10, 11] which would produce activation-induced signal in-
creases in diffusion weighted sequences. One hypothesized mechanism for these
changes is cell swelling with activation. While controversial, a simple explana-
tion for cell swelling causing decreases in diffusion coefficient is that intracel-
lular diffusion coefficient of protons is thought to be less than that of extracel-
lular protons. A redistribution of protons to intracellular space would lower the
average diffusion coefficient. In addition, the use of high » factors helped rule
out hemodynamic contributions.

In 2002, Bodurka et al. [5] published a study that helped advance ncMRI along
several avenues. It presented a straightforward yet novel calculation for the ex-
pected field change in a voxel that utilized information from magnetoencepha-
lography (MEG) and information from neuroanatomy and electrophysiology. It
addressed the issue of physiologic fluctuations and put them in the context of
neuronal current detection. It further advanced the use of spin-echo rather than
gradient-echo EPI with regard to enhancement of high temporal frequency neu-
ronal current effects and attenuation of less high frequency (<10 Hz) artifactual
phase shifts that can occur with respiration hemodynamic changes, and uncharac-
terized signal drift.

The calculation of the expected change in the magnetic field, B, was as fol-
lows: A single dendrite, having a diameter d, and length L, current /, and volt-
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age V, behaves like a conductor with conductivity o. Resistance is R = V/I, where
R = 4L/(nd*0). From Biot-Savart law: B = (u/4n)(I/L)/r?) = (14,/16)(d*cV/r?). By
substituting d =4 pm, o= 0.25 Q 'm™!, V=10 mV, and » = 4 cm (typical dis-
tance from a dipole source and surface of the skull), the resulting value measured
at the surface of the skull from a single dendrite is about 0.002 fT.

Given that the typical MEG measurement at the surface of the skull is on
the order of 100 fT, then at least 50000 dendrite bundles (0.002Xx50000 =
100 fT), must coherently act to generate such a field. These bundles of neu-
rons produce, within a voxel that has dimensions of 1 mm?, a field on the or-
der: B = BN/ ")’ = Bipe(4 cm/0.1 cm)* = 16008, = 0.2 nT.
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Fig. 2. With the use of a simplified dipole model for a current source producing 100 fT 4 cm away

(skull surface), the plots show the magnetic field AB = 100 fT- (4 cm/x)? in nanotesla (top), frequency

offset Av= y-AB in hertz (middle), and subsequent phase shift Ag = Av-TE-(180/n) (bottom) as a

function of distance from the source (in centimeters). This distance is from 0 to 0.3 cm (size of typi-

cal EPI voxel). The equations on the left describe the curves. The top equation describes the magnetic

field as a function of distance from the dipole source and the next equations describe simple transforma-
tions of this curve to units that MR researchers are more familiar with.



Neuronal Current MRI 9

Assuming an 7* drop off of B, as a function of distance from the source (in
fact, the relationship varies from r to 7> depending on the precise geometry and
distance), the neuronal current-induced shift in B,, frequency v, and phase ¢
(assuming a gradient-echo time of 40 ms) are shown in Fig. 2. It is useful to
note that extremely close to the dipole source, B, becomes extremely high. Given
the uncertainty of the dipole size and/or number and distribution of dipoles, it
is possible that if a voxel size is chosen to minimize partial volume averaging,
a relatively large phase shift would be observed.

So, the primary question posed in this paper by Bodurka et al. is whether
or not a 0.2 nT (or about 0.01 Hz or 0.1° phase shift) B shift would be detect-
able. This is not only a function of image SNR but, more importantly, of physi-
ologic noise and how well it can be removed or avoided. It is also dependent
on how effectively a temporally and spatially variable cascade of transient neu-
ronal activity can be captured with MRI, which has a rapid acquisition rate but
with prohibitively large temporal gaps due to the limitations of TR.

In Bodurka et al. [5], time course fluctuations in phase were calculated to
be on the order of 10 nT. It was also demonstrated that spin-echo sequences
show a much smaller level of phase fluctuation. A simple Fourier transform of
the phase time course revealed respiration as the source of these fluctuations,
shown in Fig. 3. To further test this effect using a current phantom, an addi-
tional sinusoidal electric current was included in the already present neuronal
current pulse. In ref. 5, a comparison between gradient-echo and spin-echo EPI
was performed (TR, 1 s; TE, 30 ms for gradient-echo and 60 or 90 ms for spin-

40° AB =10nT \/VW\(\J\/\)\A/D\_J\Z\]O

Time=110s

— 20° 2x10°

wfj
00 01 02 03 04 05
Frequency (Hz)

Fig. 3. Effect of respiratory motion on the signal phase as discussed in ref. 5. The image on the left
shows a map of the phase shift at the respiration frequency obtained from a time series collection of
phase images. The gray scale is in degrees. Note the spatial distribution of the phase effects. The
time series signal (over 110 s) from the center voxel in the square box on the image is shown on
the top right. The peak-to-peak variation is approximately 90°, corresponding to a magnetic field shift
of 10 nT. This is at least an order of magnitude larger than the hypothesized neuronal current in-
duced phase shift. The plot on the bottom right shows the Fourier transform of the time series, dem-
onstrating that it has the periodicity of respiration.
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echo; FOV, 16 cm, imaging matrix, 64 by 64 pixels; slice thickness, 6 mm). The
results from this study demonstrated that spin-echo EPI is more sensitive to weak
and transient magnetic field changes than gradient-echo EPI. Spin-echo EPI has
the inherent characteristic of refocusing the phase accumulation associated with
slowly changing phase that may originate from hardware instabilities or baseline
physiology (such as respiration), which is of significance for in vivo applica-
tions. The spin-echo EPI method and MRI system used allowed for the detection
of transient magnetic fields of 0.2 nT or 0.1° phase shift, lasting for 40 ms, which

AX=12.5mm
AB <0.2nT

FET (6(1)

0.0 0.1 0.2 0.3 0.4 0.5

Fig. 4. Experimental setup and results to simulate the direct observation of neuronal currents [5].
The top two images are of the neuronal current phantom: a beaker of copper sulfate containing cur-
rent carrying wires having opposite polarity. In this experiment, the current in the wire was modu-
lated both at the frequency of respiration and at a higher frequency simulating transient neuronal
activity. The image below these two images is of the correlation of a model reference function (neu-
ronal current effect) with the time series of the images. The acquisition was carried out using spin-
echo EPI “tuned” to the timing of the transient (refer to Fig. 1), and designed to suppress slow,
respiratory-like, changes. The plot on the bottom is of the Fourier transform on the time series from
a voxel approximately 12.5 cm from the current source in the phantom (indicated by the box). It
was calculated, based on the wire geometry, that at 12.5 cm from the wire, transient magnetic field
shift is 0.2 nT. This indicates that not only were the respiration effects mostly suppressed, but that
0.2 nT is detectible.
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is on the order of magnetic fields produced by neuronal activation in cortex. This
result is shown in Fig. 4. While the estimates for the magnitude of CURD con-
trast and the detection limit are shown to be the same here, they are of course
based on simplifying assumptions of neurophysiology and current carrying geom-
etry. Nevertheless, the results in this work indicate the first time in which esti-
mates of minimum detection level and the magnitude of the effect were within
the same order of magnitude — at least in phantom data simulating physiologic
noise.

A more recent study by Konn et al. [6] provided a more complete theoreti-
cal and experimental validation of previous work. In ref. 6, a more realistic model
and experimental phantom (true dipole rather than a wire) were used. The mathe-
matical model was developed to examine the feasibility of ncMRI and predict
the MR phase and magnitude changes induced by neuronal activation. Neuronal
currents were modeled as extended current dipoles located in a homogeneous
conducting sphere modeling the head. The magnetic field distribution within the
sphere, close to, and inside the current dipole, was modeled, and contributions
from both primary (propagation path) and volume (return path) currents were
considered. Simulations suggested that a dipole of 4.5 nA could be detected with
MRI, and, again, it was established that phase imaging allowed for the better
sensitivity to current-induced MR signal changes than magnitude imaging. A
further finding was that volume current contribution to the dipole-induced mag-
netic field is negligible in the vicinity of the current source and becomes signifi-
cant near the surface of the sphere. Theoretical predictions were verified experi-
mentally with a dipole phantom and gradient echo EPI imaging at 3 T (TE, 23—
35 ms; TR, 45-1000 ms; FOV, 25.6 c¢m; imaging matrix, 64 by 64 pixels; slice
thickness, 9 mm). In the experimental work, magnetic fields of 0.110+0.050 nT
were detected, associated with a dipole strength of 6.3 nA.

In 2003, a study was published by Xiong et al. [7] which claimed success in
using MRI to directly map neuronal currents in humans. They coined the tech-
nique “magnetic source MRI” (msMRI). With a paradigm in which a subject was
asked to execute a motor command on seeing a visual stimulus, they demon-
strated a 1% magnitude change primarily in motor cortex that occurred, impor-
tantly, within 150 ms of the onset of the finger movement. The visual and mo-
tor task alternated with a period of rest (1 s on / 1 s off) and MR images were
acquired at —200, —100, 0, 100, and 200 ms relative to the stimulus onset (vi-
sual cue). Subjects indicated the presence of a wedge of random dots in their lower
left visual field by pressing and releasing a button with the index finger. MR
images were acquired at 1.9 T with a gradient-echo EPI (TR, 1 s; TE, 100 ms;
slice thickness, 6 mm; FOV, 20 cm). The experimental design was aimed to in-
duce a steady saturated “on” state in the slower-responding BOLD contrast re-
sponse. The effective sampling time of 100 ms was obtained by systematically
shifting the onset of the task relative to the image acquisition. This general type
of strategy is illustrated in Fig. 5, in which the arbitrarily long TR is chosen such
that it is not an even multiple of the interstimulus interval (ISI). Here the ISI is
1+£0.1 and 0.2 s.
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The primary finding of ref. 7 was that surprisingly large magnitude changes (1%
signal decrease) and no phase changes were reported. Although a magnitude change
of 1% can be modeled with a high estimate (about double than that typically used)
for neuronal packing density and a mesh of dendrites with sufficient spacing and
appropriate randomness as well as the assumption of complete synchronicity, it is
difficult to predict that only a magnitude change with no phase change would occur
given the fact that there is a MEG measurable effect on a larger spatial scale (which
must be manifest as a net phase shift at some spatial scale) — otherwise no net
magnetic field would be detected at the surface of the skull. In general, the size of
the effect reported is about an order of magnitude larger than that predicted by most
models.

A schematic clarification for the phase vs. magnitude effect controversy is
provided in Figs. 6 and 7. Figure 6 shows the types of magnetic fields that are
produced by a unit of neuronal activity. Here we assume that the cylinder conduc-
tor is a single dendrite or axon or a bundle of dendrites that have a net distri-
bution perpendicular to the cortex. During an action potential, a rapid depo-
larization and slow repolarization of membrane potential occurs as ions travel
across the membrane. This cross-membrane current produces a rapidly changing
sink and source potential. The propagation of this potential is also manifest as
an intracellular current that travels in the direction of the nerve orientation. As

-
—
—

TR

AB
500 ms

Fig. 5. Schematic illustration of a method to sample a neuronal current waveform used in [7], shown

at the bottom, at high temporal resolution. The thick lines at the top of the figure show the width

of an EPI readout window (about 25-40 ms). The TR is arbitrarily long yet is such that the neu-

ronal onset time is shifted every TR and repeats after a sufficient sampling is accomplished. In

this manner, extremely high resolution sampling of the transient neuronally-induced magnetic field

changes, shown at the bottom, is achieved even with the limitation of a relatively long minimal
TR when performing multislice EPI.
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Fig. 6. Schematic illustration of the magnetic fields produced by neuronal activity. The diagram on
the top left is a depiction of a simplified model of a dendrite. Highly transient and rapidly traveling
extracellular fields are produced as intracellular and extracellular ion exchange occurs, producing highly
transient (<10 ms) magnetic field changes having a spatial distribution pattern shown on the top right.
An intracellular current also exists. This travels along the dendrite and produces a magnetic field
(the surface field) around it with a spatial distribution shown at the bottom. The timing of these
effects is on the order of tens of ms. These fields can then add with other active dendrites and
dendrite bundles to produce phase shifts that are detectible at the surface of the skull with MEG.

Surface field distribution across spatial scales

Fig. 7. Illustration of the multiple spatial scales of neuronal current induced magnetic field shifts —
from the surface field distribution from single dendrites to the field detected at the surface of the
skull with MEG [8]. The map on the lower left is on the scale of tens of microns, showing the
spatial distribution of the surface fields around dendrites These microscopic magnetic field changes
cause spin-dephasing or magnitude changes. These dendrite surface potentials carry a net current that
produces a larger scale dipole, shown on the middle map. This spatial scale is on the order of mil-
limeters. Depending on the scale of the magnetic field inhomogenities, either a phase dispersion will
take place as spins destructively add, or a phase shift will take place (larger scale) as only a part of
the magnetic field produced by the dipole is sampled by any one voxel. This dipole is what also
hypothetically produces a net field distribution on the surface of the skull that is detectable by MEG.
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current propagates through the conductor a surface magnetic field is created. This
surface magnetic field is shown schematically at the bottom of Fig. 6. If a group
of dendrite bundles is firing in a synchronized manner, there will be a distribu-
tion of microscopic surface potentials (as illustrated in Fig. 7) around each den-
drite bundle. In addition, these bundles will form a cable which will manifest
as a larger cylindrical (approximately) conductor that has a spatial dimension on
the order of millimeters or even centimetres. This is the dipole source that has
been simulated with phantoms. This is also a necessary manifestation of neuronal
activity to produce a MEG-detectible signal. An important reminder is that the ad-
ditive effect of neuronal bundles is not necessarily a cable or a single dipole but
rather an amorphous distribution following proximal or distal cortical surfaces. As
of yet, there has been no simulation of this effect that the authors of this article are
aware of.

This Xiong study [7] also argued that BOLD contrast effects were minimized
due to the rapid duty cycle (2 s interstimulus interval time) of the paradigm
causing the BOLD contrast response to be saturated in the “on” state. It is intu-
itively clear that, given an absolutely constant interstimulus interval, the BOLD
contrast effect would be nearly nonexistent. Nevertheless, if there is any jitter
in the timing of the stimulus, it is possible that relatively slow hemodynamic
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Fig. 8. This is a plot showing the simulated effects of BOLD contrast on top of the steady-state
effect when activation timing is jittered with a timing on the order of that of reaction time varia-
tions. In this simulation, the hemodynamic impulse response function, according to ref. 25 is con-
volved with a 200 ms duration stimulus that is repeated for 100 s with a constant interstimulus in-
terval of 2 s (dashed line) and an interstimulus interval that is varied between 2+0.2 s (solid line).
A 200 ms jitter was chosen to simulate a realistic range of reaction times. A randomly varying BOLD
response, having amplitude of about 1/5 of the steady state BOLD signal is present.



Neuronal Current MRI 15

responses may appear as ripples in the time course. This effect is illustrated in
Fig. 8. In this simulation, the hemodynamic impulse response function [25] is
convolved with a 200 ms duration stimulus that is repeated for 100 s with a
constant interstimulus interval of 2 s (dashed line) and an interstimulus interval
that is varies between 2+0.2 ms (solid line). A 200 ms jitter was chosen to simu-
late a realistic range of reaction times. A randomly varying BOLD response,
having amplitude of about 1/5 of the steady state BOLD signal is present. While
the likelihood of this being the cause of this effect in this study is minimal, since
the BOLD effect is random and the observed effect was a time-locked average,
it is noted that the visual stimuli, having less variability in timing than the motor
response, did not illicit an msMRI response, while the variable motor response did.

Lastly, the point was made in the Xiong et al. paper that the timing of this
effect is similar to that which is detected with MEG and faster than the occasion-
ally observed “preundershoot” in fMRI [13, 26-28], suggesting that the origin is
not an increase in metabolic rate but rather the more rapid neuronal current ef-
fects. Nevertheless, it remains unclear whether or not a saturated BOLD would
display a high-frequency component. Oscillations in oxygen consumption may rep-
resent a fast component of the BOLD response. Water molecules diffuse over a
length on the order of tens of micrometers in tens of microseconds, which is close
to the typical distance between capillaries. This means that the characteristic time
of BOLD signal change associated with metabolic changes (oxygen being extracted
from the blood rather than flow induced oxygenation increases) may be on the
order of 100 ms which is a similar timing to that observed. Overall, while the
findings of Xiong et al. are intriguing, considerably more work needs to be done
to establish not only the repeatability of the findings but also the source of the
signal changes.

In 2004, a careful study by Chu et al. [29], aimed directly at the study by
Xiong et al. [7] reported the absence of any rapid phase or magnitude changes
while BOLD effects and MEG signal changes were detected with the identical
paradigm with high statistical significance. While it is of course impossible to
definitively prove the lack of an effect from negative findings, the authors con-
clude that the effect is likely to be at least an order of magnitude less than BOLD
contrast effects.

Lastly, a recently published article related to ncMRI by Park et al. [30] dem-
onstrated neuronal current-induced MRI magnitude increases up to 5% in dis-
sected snail ganglia with standard multishot spin-echo imaging at 3 T. Changes
in phase were not reported. Neuronal activity was increased by application of
sodium-nitrosocystein. While other MR effects, including changes in diffusion
coefficient, 7, or T, effects, were not ruled out, the authors speculate that these
observed signal changes were due to neuronal activity induced microscopic changes
in magnetic field.

In the past few years, several abstracts worth mentioning, yet to be published
as papers, have been presented at scientific meetings. These include preliminary
ncMRI findings in humans, ncMRI method development, further experimental
findings in phantoms, and in vitro studies.



16 P. A. Bandettini et al.

In 2004, Kilner at al. [31] reported successfully detecting neuronal current-
correlated NMR phase and magnitude changes with a clever technique that in-
volved driving the visual cortex with a 10 Hz alternating checkerboard in a
continuous manner, therefore saturating BOLD in the “on” state and subsampling
the waveform at the TR, which was 1100 ms. It has been shown that the visual
cortex is driven primarily at 2-fold the alternating rate for alternating checker-
board [32] and at the flicker rate for a flickering “on” and “off” stimulus. A
demonstration of the manner in which visual cortex MEG signal follows the
alternating checkerboard is shown in Fig. 9 from an experiment performed at
the NIH MEG facility (data courtesy Rasmus Birn and August Tuan, Unit on
Functional Imaging Methods, NIMH). Note that the photodiode represents 2-fold
the alternating frequency since the sensitive region covered multiple black and
white regions of the checkerboard. The MEG signal clearly follows the checker-
board. The strategy itself is illustrated in Fig. 10. Every TR, an MR image
samples the waveform at a different phase of the cycle. The result would be a
detectable beat frequency. The NIH group has attempted this strategy without
clear success yet, but the work of Kilner et al. [31] shows promising results. It
is still possible that any modulation in neuronal activity due to eye position or
attention for instance might cause subtle BOLD contrast ripples. Nevertheless,
an advantage in this technique is that the expected beat frequency can be modu-
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Fig. 9. MEG signal from sensors over the visual cortex. The stimulus was an 8 Hz alternating checker-
board. The photodiode measurement shows a frequency which is double the 8 Hz because the sensor
covered a region that contained multiple black/white checkers. Note that the MEG signal follows the
photodiode signal precisely. This type of stimulus is shown to illustrate the potential for having a pre-
cisely oscillating neuronal activity for the purposes of coordinating it with MRI acquisition timing.
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Alternating checerboard response

Fig. 10. Strategy for deriving ncMRI signal and avoiding BOLD. Here the visual system is driven

in the manner shown in Fig. 8 for a long enough time to allow BOLD contrast to saturate in an

elevated and hopefully steady state. Depending on the choice of TR relative to stimulus frequency,

a beat frequency, created by the effect of oscillating neuronal currents, would be created and

detectible by simple Fourier analysis, or by the use of a set of regressors in statistical parametric
mapping (SPM) [29].

lated and modeled, therefore minimizing the effects of random signal fluctua-
tions.

Bianciardi et al. [33] have further developed the concept of using a spin-
echo to amplify transient phase shifts and suppress slow phase shifts by the use
of a multiecho spin-echo sequence. They applied this to a simple neuronal cur-
rent phantom with promising results. The goal here was simply to improve sen-
sitivity, but one could also imagine adjusting the temporal gap between 180
degree pulses (typically known as 7) to selectively tune to specific neuronal fre-
quencies.

Advantages of in vitro studies include a more tight control and measurement
of the physiological environment. An in vitro study reported by Petridou et al.
[34] is interesting because of the type of cell culture chosen and because of the
high repeatability of the results. In this study, epileptic fetal rat brain cultures
were imaged at 3 T in vitro, in active and inactive states. These tissue cultures
were obtained from coronal sections of newborn-rat brains and contained corti-
cal and basal ganglia tissue, which formed a feedback system exhibiting sponta-
neous and synchronized activity at less than 2 Hz [35]. Time series phase and
magnitude images were collected on a 3 T GE scanner with single-shot spin-
echo EPI (TE, 60 ms; TR, 1 s; slice thickness, 3 mm; matrix, 64 by 64 pixels;
FOV, 18 cm). 300 images were collected per slice. Two data sets were acquired
for each of the following states: active — spontaneous synchronized neuronal activ-
ity, and inactive — neuronal activity terminated by administering TTX (tetrodotoxin:
neuronal membrane sodium channel blocker). The power spectrum of the MRI phase
time series was computed on a voxel wise basis. The findings reported in the ab-
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Fig. 11. Results from an in vitro study [34]. On the top left is a high resolution MR image of a
slide containing the fetal rat brain tissue culture. The slide is submerged in a ball of artificial cere-
bral spinal fluid (ACSF). On the bottom — right is a typical time series plot of the electrophysiologic
recordings from fetal rat brain cultures, showing spontaneous bursting activity — a combination of
low and high frequency behavior — adopted from ref. 35. The two plots are the Fourier transforms
of the time series MR phase from the cell culture (box on left in the image) and the ACSF (box on
right in the image). The solid lines are from the culture when it is alive and spontaneously firing.
The dotted lines are obtained approximately 20 min after administration of TTX — a sodium channel
blocker — which essentially stops neuronal activity. The plots on the left show distinct frequencies
(A and B) that disappear on administration of TTX. The plots on the right, from the ACSF, show no
discernible change with administration of TTX. The higher frequency peak (C) is an artifact of the
vibration caused by the cold head pump. These data were obtained using a GE 3 T scanner.

stract are shown in Fig. 11. On the bottom — right of the figure is a typical time
series plot of the electrophysiologic recordings from these cultures. These dem-
onstrate spontaneous bursting activity — a combination of low and high frequency
behavior. The power spectrum shows distinct frequencies (A and B) that disap-
pear on administration of TTX (red plot). The higher frequency peak (C) is an
artifact of the vibration caused by the cold head pump of the scanner. The very-
low-frequency peak is due to variable baseline drift. These results suggest that
a non-BOLD contrast mechanism influences the MRI signal that influences NMR
phase. Because it is unclear how changes in intrinsic 7, and 7, that may ac-
company of neuronal firing could affect the NMR phase, these contrast mecha-
nisms may be tentatively ruled out. Even though more work needs to be per-
formed to rule out microscopic motion effects accompanying activity or cell
swelling, this is a finding which provides potential evidence that biologically-
based neuronal currents are detectable at least in highly controlled systems.
Lastly, other abstracts that are of note include: detection of weak magnetic
fields at 17.6 T using microscopy [36]; the use of simultaneously recorded elec-
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troencephalogram (EEG) and MRI to probe spontancous and rapid changes in
epileptic patients [37]; the use of simultaneous MEG and microtesla MRI towards
detection of magnetic field changes [38]. It is emphasized that the combination
of reduction of susceptibility noise, longer relaxation times, and no reduction in
the CURD contrast might make low field imaging the technique of choice for
ncMRI. Of course, lower SNR is problematic but potentially less problematic than
ubiquitous BOLD effects if the utility of the technique grows. Lastly, at the date
of completion of this manuscript, J. Prichard has reported collaborative success
(Brain Imaging Institute, Melbourne) using a ncMRI technique that they call
neurogenic inhomogeneity localization for detection of activity (J. Prichard et al.,
Brain Imaging Institute, Melbourne, Australia, pers. commun.).

3 Conclusion

Is neuronal current MRI a fantasy, possibility, or reality? It is heartening and
exciting that neuronal current imaging efforts have been accelerating in the past
five years. Steady progress in modeling, experimental design, pulse sequence
specificity, processing, and sensitivity have clearly been made. Repeatable and
convergent results in phantom studies and modeling efforts have been established.
It has become evident that, without physiological noise, tightly controlled mag-
netic field changes on the order of 0.1 nT can be detected. Most models esti-
mate that, at the spatial resolution of a voxel, this is about the magnitude of the
field that is transiently produced by neuronal activity.

The primary problems in detection in humans are the order of magnitude
larger physiologic noise that is not readily filterable, the ubiquitousness of BOLD
contrast — clouding the interpretation of results, the spatially variant and tran-
sient nature of neuronal activity, and the relatively small window (40 ms every
second) that is available to investigators using EPI.

Areas where improvement should occur are in modeling, sensitivity, pulse
sequence specificity, paradigm design, and processing. Modeling of neuronal
activity at the intermediate spatial scale — between that of an individual axon
and that of a magnetic field produced on the skull — is lacking. It is in work
along this avenue where it seems that we will ultimately determine if neuronal
current imaging is possible. Is there significant sub-dipole scale cancellation in
neurogenic magnetic fields? At what scale is this cancellation at a maximum —
centimeter, millimeter, micrometer? Can imaging at less than 3 mm?® resolve this
and therefore allow detection of current sources that are larger than estimated
by skull surface values? How spatially variable are the dynamics? If one shifts
the readout window say 50 ms, will the transient suddenly be detectable? These
questions also need experimental trial and error where modeling falls short. With
regard to sensitivity, higher field strengths and multichannel acquisition will likely
allow higher resolution single shot imaging (1 mm?) and/or a factor of about 10
improvement in sensitivity in the next several years. This might make the dif-
ference, but we may still be an order of magnitude away in sensitivity. Never-
theless, pulse sequence development, allowing amplification of transient effects, show
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considerable promise. These also show promise in suppressing slow BOLD changes
and artifactual changes resulting from cardiac and respiratory effects. Steady progress
is being made towards modeling and therefore avoiding these artifactual signal
changes. As we learn more about neuronal activity using other modalities we will
continue to design paradigms that allow us to tune our pulse sequences and pro-
cessing methods to what specifically we are looking for. Simultaneous multimodal
imaging will also help considerably in this approach. It may be that evidence
for neuronal current related changes is in the time series data that we currently
have, and simply are waiting for the right processing method to decisively ex-
tract it.

Even though preliminary reports of success have been published, the lack of
conclusive and reproducible results make it difficult for anyone to claim that it
is a reality. In conclusion, neuronal current imaging is solidly someplace between
fantasy and reality — perhaps a bit more toward fantasy at this time. Even if it
someday becomes a reality, its utility will likely at least initially be limited by the
small the size of the effect and the relatively small range of experiments possible
using it due to the necessity for averaging or specific time-locked experiments.
The progress in neuronal current MRI is already in stark contrast to that of fMRI
using BOLD contrast, which arrived quite suddenly because the effect was extremely
large and robust. It quickly became difficult to do an experiment and not see a re-
sult! By all measures, BOLD contrast based fMRI (and perfusion contrast fMRI to
a lesser degree) are increasing explosively in utility. It is impossible to predict break-
throughs, but this is precisely what neuronal current imaging needs to emerge as a
technique that will allow us to ask even more insightful questions about how the
human brain functions.

Appendix. Neuronal Activity

Structurally, a neuron is composed of three parts: the soma or cell body, a series
of dendrites, and the axon. The soma is responsible for the synthesis of chemical
components needed for the metabolic function of neuron, such as proteins, enzymes,
and membrane components. Dendrites are intricate branching extensions from the
soma that serve to receive information from other neurons via synapses. The
synaptic site consists of a presynaptic element, which is usually the end seg-
ment of an axon, and a postsynaptic element located primarily on dendrites. The
pre- and postsynaptic elements are separated by a 10 to 20 nm gap, termed
synaptic cleft. The axon is a long cylindrical process extending from the soma
and is responsible for information transfer from neuron to neuron. The majority
of axons are covered by myelin, in segments of 0.2-2 mm, separated by a 1 mm
gap (node of Ranvier). Myelin is formed by lipid-type cell, the glial cell, which
provides both electrical insulation and metabolic support to the neuron. Due to
the lipid composition of myelin, axons appear white, unlike the soma and den-
drites, thus the delineation of the brain into white and gray matter. Neurons vary
from 5 to 100 mm in diameter, with soma and dendrite lengths ranging from
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1.5 to 4.5 mm and axons ranging from 1 mm (e.g., interneurons) to 1 m or more
(e.g., corticospinal tract).

Neurons are polarized cells. Their polarity arises by ion concentration dif-
ferences between the intra- versus extra-cellular fluids. Those differences are
mainly due to the higher concentration of sodium (Na*), chloride (Cl7), and
calcium (Ca?") in the extra-cellular fluid, and of the higher but unbalanced con-
centration of potassium (K*) in the intra-cellular fluid. The resulting potential
inside the neuron, the resting potential, is at approximately —65 mV and it is
maintained by the unique properties of the neuronal membrane. The neuronal
membrane consists of a 5-10 nm sheet of polarized phospholipids that is imper-
meable to ions, thus it acts as a capacitor preserving the neuron potential. The
membrane is also infiltrated with ion channels (protein molecules) that allow the
passage of ions in and out of the cell. Under resting conditions only a small num-
ber of ion channels are open, hindering ionic exchange between the intra- and ex-
tra- cellular fluids and maintaining the neuron resting potential. Ion channels thus
act as resistors. Opening of ion channels is induced either by changes in membrane
potential or chemical reactions during activation. The respective groups of channels
are termed voltage-gated and ligand-gated. The best-described voltage-gated chan-
nels are the voltage-gated Na™ and K* channels, which play a critical role in the
action potential, and the voltage-gated Ca?>* channel, critical to presynaptic depolar-
ization and synaptic activity. Prominent in the family of ligand-gated channels are
postsynaptic receptors that enable ionic flow upon binding to a given neurotrans-
mitter. In general, ion channels can be selective to a given ion, depending on
their diameter and the size of the ion, and their distribution across the mem-
brane dictates the electrical propagation of signals. The electrical properties of
the neuronal membrane (capacitance, resistance, conductance) are referred to as
the cable properties of neurons.

The neuronal membrane also contains ion pumps, a different group of pro-
tein molecules, that also assist in preserving the resting potential. An example
of an ion pump is the Na*/K* pump, which moves Na* ions out of the cell and
K* into the cell. Pump activity is dependent on ionic concentration, i.e. the higher
the ionic imbalance with respect to equilibrium, as in the case of an action
potential, the faster the pump activity.

Electrical signaling by neurons is achieved by changes in the permeability
of ion channels. Therefore, neuronal currents are carried by ions crossing the
cell membrane due to the difference of ion concentration and potential between
the intra- and extra-cellular fluids. Two types of electrical activity can be dis-
criminated: the action potential, and the synaptic potential. Information transfer
from one neuron to another requires a synaptic potential to exist in both the pre-
and postsynaptic elements, hence there are two types of synaptic potential: the
presynaptic potential, and the postsynaptic potential. Even though both pre- and
postsynaptic potentials involve a change in ion channel permeability, the two
processes are different.

The presynaptic element is characterized by a multitude of voltage-gated calcium
channels and a multitude of vesicles containing neurotransmitter. Presynaptic vesicles
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are generally categorized according to size. Smaller ones (about 40 nm) consist of
the majority of synaptic vesicles and are functionally connected to calcium chan-
nels, located very near the presynaptic membrane. The postsynaptic element on the
other hand is characterized by a multitude of ligand-gated ion channels that bind
to the neurotransmitters released from the presynaptic elements. The ion selec-
tivity of ligand-gated channels dictates the response at the postsynaptic site. Neu-
rotransmitters that excite Na* ligand-gated channels, such as glutamate, will re-
sult in a depolarization of the membrane and an excitatory postsynaptic poten-
tial (EPSP). Neurotransmitters that excite Cl~ ligand-gated channels, such as
GABA, will result in a hyperpolarization of the membrane and an inhibitory
postsynaptic potential (IPSP). EPSPs increase the chance of the postsynaptic
neuron firing an action potential and the propagation of information, while IPSPs
decrease the chance of the postsynaptic neuron firing. The mechanism underly-
ing both EPSP and IPSP is similar, therefore. the following discussion focuses
on EPSP.

Depolarization at the presynaptic site of an active neuron, due to an action
potential, will cause voltage-gated Ca?>" channels to open, resulting in an increase
of intra-cellular Ca®* concentration for 1-2 ms before Ca?* either diffuses or is
expelled by the Ca?* pump. Within a few microseconds of depolarization, vesicles
associated with the calcium channels release their neurotransmitter content in the
synaptic cleft. Neurotransmitter binds to ligand-gated Na* channels at the postsyn-
aptic site, resulting in local depolarization due to the local inflow of Na*. The
temporal extent of a single occurrence of the above events, at a single synapsis
(about 1 um in size), is a few milliseconds (an ion channel is open for 1-2 ms,
and synaptic delay is approximately 1 ms) and the voltage change is less than
1 mV. For multiple synapses (order of hundreds to thousands per neuron) the
summation of those events in space and time — termed temporal and spatial sum-
mation — yields the EPSP, which lasts 10 ms (single neuron) to 100 ms and is
in the order of tenths of mV.

Once the postsynaptic site has depolarized by approximately 20 mV (=45 mV),
an action potential is initiated at the neuronal axon. Action potentials propagate
electrotonically in myelinated sections of the axon and actively in the nodes of
Ranvier (Saltatory Conduction), as follows: within a few microseconds of an
EPSP, axonal voltage-gated Na* channels open, allowing a rapid influx of Na*
forcing the axonal membrane to depolarize, reaching a positive potential of ap-
proximately +20 mV within 0.5 ms. Depolarization triggers voltage-gated K*
channels to open allowing a K* outflux, which forces the membrane potential
to return to the resting state within 1 ms. Thus the duration of an action poten-
tial is approximately 1 ms. Na* channels open and close within about 1 ms, while
K* channels require 1-2 ms, resulting in an after-hyperpolarization of a few
milliseconds (=2 ms). During the initial 1 ms, termed absolute refractory pe-
riod, no further action potential can be initiated. During the following 1-2 ms,
termed relative refractory period, an action potential can be initiated but would
require a stronger EPSP. The two refractory periods translate into a maximum
frequency for action potentials of 1 kHz. Furthermore, the refractory periods,
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coupled with the difference in anatomical and functional characteristics between
the pre- and postsynaptic sites, ensure that electrical signals travel only in one

direction.
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